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Measurement of the Internal Diameters of Metallic

Capillary Tubes

By Charles T. Collett, John C. Hughes, and Francis C. Morey

As a part of a cooperative research project of the National Bureau of Standards and
the National Advisory Committee for Aeronanties on the viscosity of gases at elevated
temperatures and pressures, it was found desirable to study the uniformity of the internal

diameters of some metallie capillary tubes,

thread of mereury, using X-ray technique, following the method of Fisher.

This was accomplished by means of a small

Fight tubes

out of a group of twelve were selected as suitable for use in an abzolute visecosimeter, and

flow constants were computed.
diameter of about 0.015 inch.
cases was about 1.5 percent or less,

I. Introduction

A current cooperative research project of the
National Bureau of Standards with the National
Advisory Committee for Acronauties involves the
determination of the viscosity of gases at elevated
temperatures and pressures, with particular refer-
ence to exhaust gases.

The method selected for the measurements is the
classical capillary flow method, and in this connec-
tion the need for the determination of the internal
dianmeters of some metallic capillary tubes arose.
For use in absolute determinations, it is neecessary
to know not only the average internal dinmeter of
the tube, but also the effect of irregularities of the
diameters upon the flow characteristics.

Fisher! solved this problem with glass eapillaries
by measuring the length of a small thread of mer-
cury placed in the tube and moved along it by air
pressure.  Variations in the cross-sectional area are
detected as changes in length of the mercury thread.
This method is used in selecting uniform capillary
tubes for high-grade thermometers.  Sinee the mer-
cury thread was very small, Fisher did not attempt
to determine its volume by weighing, but ealculated
it from the weight of a much longer thread by a
method that will be considered in detail later.

The viscosimeter eapillaries selected are metallie
tubes of internal diameters about 0.015 in., wall
thicknesses 0,005 to 0.014 in., and about 15 [t long,
Manufacturers of such tubing were unable to supply
any data on variations of diameter of commereinl
tubing except those based on experience in measure-
ments made on the ends of the tubes. All felt
confident that the variations would be of the order
of £0.0005 in. or less. 1t was therefore decided to
try to apply Fisher's method to the problem hy
making X-ray photographs of merenry threads in
the tubing,

II. Description of Apparatus and Method

1. The shorf-thread measurements

The apparatus used in the Xeray inspeetion of the
capillary tubes is shown in figures 1 and 2. The

WL Fishier, T'hys. Rev. 25, 73 (1009),

The tubes studied were about 15 feet long, with an internal
Maximum deviation from the average diameter in most

X-ray head, A, was suspended from a support so as
to provide a beam directed vertieally downward,
through a slot in a lead shield, B. 'The capillary
tube was carried on a frame, ¢, arranged to slide
under the shield. A c¢lamp, D, and blocks, FE, were
provided to facilitate advancing the tube 1 in.
between exposures.

The capillary tube may be seen in figure 2 at F.
[t was held under slight tension in the frame and
taped with cellulose tape to cross supports at inter-
vals of about 3 ft. A plate-holder, @, could be
clamped to the lower side of the frame, holding the
glass photographic plate, F, enclosed in black paper
envelope, tightly against the frame and in contact
with the ecapillary tube.

The mechanism used to
thread is seen in figure 2.

advance the mercury
A plastic eylinder, [,

|

General view of apparatys.

Fraune 1.

A, X-ray souroe; B, load shiold with exposure aperture; €, rack for holding
eaptilary tube; O, sdfagtalde stop for positioning rack; £, removable blocks for
positloning rack.
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was attached to the capillary tube. A plunger
operated by a micrometer screw, ., entered the
eylinder through a packing sleeve. The cylinder
was filled with a petroleum solvent oil, which entered
the eapillary and eaused the mercury thread to move
along the tube. A cushion of air about 4 in. long was
always maintained between the thread and the oil.
The plunger diameter was selected so as to cause
the thread to advance 1 in. for each five divisions
0l ”H"_'. n].i('l'(’]ln{'l('[' SCrew.

It was not found possible to rely solely upon the
settings of the micrometer screw in advancing the
mercury thread, as any slight drift due to irregulari-
ties of bore, temperature changes, or other factors

Frovre 2,

Cleneral piew of apparalus.
1, Load shield; ), rack for holding eapillary tube; F, capillary tube; @, plato

holder with pressure springs, F, r]u:l,u;:r'ui:!uc plute in paper envelope; I, Tiguid
evlinder for positioning mercury slug; J, mierometer serew for pdvineing plunger,

might cause the thread to travel out of the exposure
field. For this rveason, strips of film were placed
under the supporting table, about 3 in. below the
capillary and exposed simultaneously with the plate.
These check films were developed in o rapid de-
veloper and  examined before making the next
setting.  Every fourth exposure was checked in this
fashion.

The photographs were made on spectrographic
plates, 2 by 18 in,, on each of which 17 exposures
were made,  An overlap of one frame was provided
on successive plates, and in these frames a series of
wlentifieation notehes ent into the supporting frame-
work provided a means of automatically recording
the position and for earrying over the measurements
from one plate to the next.  All measurements were
referred to a small marvker, which was hard-soldered
to the tube near one end.

The apparatus was located in o subbasement
corridor, in which temperature variations were found
to be less than 0.5° C' during the 6-hr period required
for completing the 190 N-ray photographs of each
tube,  This was found to be sufficiently uniform to
make temperature corrections unnecessary,

Thread lengths ranged from approximately 0,25
to 0.40 in. Measurements of the lengths of the
thread images were made with a projection micro-
scope at a magnification of about 50 uifinmut-(ars. In
this apparatus, the plate being measured is placed
upon a mechanieal stage, displacement of which can
be measured with a micrometer screw reading to
0.0001 in. It was found that repeated measurements
of the same photograph differed from the average
value by about -+0.0002 in. The possibility of
shrinkage of the emulsion during processing and
handling was eliminated by using glass plates and
avoiding use of the portions near the edges. During
the first part of the work, a ball of known diameter
was photographed in each frame and its image
measured. When no shrinkage was observed in many
photographs, its use was discontinued.

Cleaning agents were passed through the tubing
with the aid of the house vacuum, and drying was
accomplished by a current of air with moderate heat-
ing obtained by passing an electric eurrent through
the tube. The tube was degreased with trichloroeth-
ylene, dried; treated with concentrated nitrie acid
with heating nearly to boiling; rinsed with distilled
water and thoroughly dried.

2. The long-thread measurements

As previously mentioned, it is not practical to
determine the volume of the short mercury threads
by direct weighing, as the mass is so small in pro-
portion to a suitable container. 1t was therefore
necessary to caleulate this volume from the weight
of a long mercury thread. The filling was accom-
plished by a vacuum method that was found neces-
sary to eliminate air pockets.  The tube was attached
to a rotary oil-sealed vacuum pump. The opposite
end was welded shut in a helium atmosphere with a
tungsten electrode.  The tube was then alternately
evacuated and flushed with helium, while being
heated eleetrically,  This thoroughly dried the tube.

The welded closure was then removed and the
open end of the tube inserted in a mercury reservoir
made from a thin-walled glass tube 2 or 3 mm in
dinmeter and about 15 em long, which had been
partially filled with mercury by vacuum distillation
and had been weighed.  The reservoir had a small
bulb at the lower end so that air that might be car-
ried down into the mereury by ecapillary action
between the metal tube and the glass wall of the
reseryvolr could not reach the end of the tube when
fully immersed.

The tube extended vertically from the reservoir
for a distance of about 3 ft and then horizontally to
the pump.  When the pump was started, merceury
entered the tube and partially filled the vertieal
seclion, acting as a barometer. Evacuation was
continued for 10 to 15 min to insure thorough
removal of the air above the mereury.  The tube was
then welded closed at the pump end by using the
helinm n.illmsphvl’l' and tungsten electrode.  Next,
the mercury reservoir was slowly raised, permitting
the mercury to flow in and G the horizontal portion
of the tube.
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‘When the entire tube was horizontal and mercury
had ceased entering the capillary tube, the tube was
withdrawn from the mercury, but the end was kept
within the reservoir, By gently warming the
capillary tube, several drops of mercury were ex-
peﬁed‘and returned to the reservoir. Upon coolihg,
this left an air space several inches lang near the end
of the tube. The tube was then closed by welding.
The mercury reservoir was again weighed, The
weight of mercury entering the tube was about 5 to
7 g, and the initial weight of the reservoir approxi-
mately 15 g, permitting a good measurement of the
weight of mercury entering the tube,

After filling, the length of the thread was deter-
mined from X-ray photographs, which were made
without moving the capillary between exposures, so
as to minimize the opportunity for movement of the
sthread inside the tube between exposures. After
the end sections had been photographed, the entire
tube was X-rayed and the photographs examined
under magnification of 50 diameters to detect possible
voids in the thread.

I0. Method of Calculation

The following method of calculation (except for
‘corrections for height of meniscus) iz essentially that
used by Fisher. The equation for laminar flow of a
gas through a capillary tube, omitting corrections for
slip, end effects, and expansion is

_mrt (pi—pd)
F=1ai T M

where
F=volume of gas discharged per unit time,
measured at pressure p
r=radius of tube
{=length of tube
pr=entrance pressure
pr=—eXit pressure
p=average of p; and p,
1 =viseosity of the gas.
This may be rewritten

__16pFyl
e

(1 —p2 2

"The tube may be considered to be made up of ele-

ments in series, having slightly varying radii. For
each elemental length, dZ,
_16pFy dl
a@H="2 &, )
whence
‘ 16pFy (M2 dl
[aw=pr-p=1020 (24w

where d is the diameter of the eapillary tube {inside).

Evaluation of the integral in the right-hand mem-
ber is accomplished by measurement of the mercury
thread. Neglecting, temporarily, the corrections due

to the curvature of the ends, and assuming that we
are dealing with a thread having flat ends, we let
a=length of the thread
f}=-cross-sectional area of the tube
v=volume of the thread
=gri=pf\

! 'n'z)\s_
dl
ﬁl 4 ﬁ . (5)

P
If the observed values of A? are plotted as a funetion
of the position of the center of the thread from an

Therefore,

: i
arbitrary origin on the tube, the value of ﬁ * gl
1

may be found graphically. The evaluvation of v by
direct weéighing 1s difficult, because the sample is very
small; in this case, averaging about 0.01 g. The
volume may be calculated from the weight of a long
mercury thread by the following means.

The volume of an elemental section of the tube is
related to the cross-sectional area of the tube by the
equation

dV = th:% dl.

The volume, V, of any portionTof the tube can be
found by integrating between ‘appropriate limits.

34 l
V= ‘s ®)
Solving this equation for the volume of the thread,
- |4
e (7
st Sl

The volume, V, may be measured{by means of a
relatively long mereury thread, whose weight is great
enough to be determined accurately by weighing.
The mtegral is evaluated graphically. By substitut-
ing eq 7Tineq 5

bl (T, L] 2
Ll vl sal e

Combining eq 4 and 8 and solving for 7 gives
2 2 V2
1 _P;F& P Ts 2’ )
lﬁrf va| | —dl:l
N s A
The right-hand fraction thus becomes a calibration

factor associated with the tube, corresponding to the
constant xr*/16{ in eq 1.

V2
: : -y
16«] " \idl U i dl:l
4 iz A

where K is the flow constant.

K

(10)
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Corrections for curvature of meniscus. The photo-
graphs of the mereury threads, when examined under
a magnification of 50 diameters, were found to have
rounded menisei, which in most cases were nearly
hemispherical.  Several examples are shown in figure
3, ranging from nearly perfect to badly distorted.  As
accurate measurement of the eylindrical portion of a
thread would be difficult to make, it was decided to
measure the over-all length and to reduce this obser-
vation to the length of a thread of the same total
volume having flat ends. This involves measure-
ment of the heights of the eurved menisel and the
difficulty of observing the point of contact of the
mercury surface with the tube wall, but sinece the
corrections are small, this measurement need not be
made with great precision. Furthermore, it was
found possible to draw a cirele on the sereen of the
projection microscope, and to use this as a test for
curvature of the menisci. Those which conformed
closely to the eirele could be assumed to be hemi-
spherieal and the meniscus height, equal to the aver-
age radius of the tube, used in computing the correc-
tion.  About 80 percent of the photographs were so
treated. In the remaining cases, the heights were
measured and corrections computed by the following
method.,

In figure h represents the observed meniseus
height and » the tube radius. The shaded portion
represents a eylindrical element |||\1|1L{ the same
volume as the spherical segment. The volume, », of
a segment of a sphere of height A and radius of base
ris

|

o= wh(h*37). (11)
(§]

This volume is equal to that of the eylindrical ele-

ment, shaded in figure 4. As we wizgh to determine

the change in length that the thread would undergo

if it were altered from a curved to a flat end, we may

denote the change of length by S, giving

,rfrt;"r L3r4.

wrlh — &) (12)
Solving for 8§ gives

S h (:

)

Clorrections varied from about 0.0034 in. for a well-
rounded meniseus such as shown at A, figure 3, to
about 0.0012 in. for a badly flattened one,  The cor-
rection for case I, figure 3, was 0.0014 in.

Clorrection for target foews distanee.  Because of the
finite distance of the X-ray source from the photo-
graphie plate, the image of the thread is slightly en-
larged. The amount of this correction was mini-
mized by keeping the tube in c¢lose contact with the
paper envelope enclosing the photographic plate, and
by having the distance from the plate to the X-ray
target as great as permissible with reasonable expo-
sure time.  The greatest magnification [actor en-
countered was 1.OOLG, giving a maximuom correction
ol about 0.0005 in.

Frevne 3. Eramples of typical photographs.

A, Normal well-rounded meniseus; B, flattoned mendsens; ) badly distorted
meniseis

Hiluateating method of corvecting for curvalure of

eniscus

Frovee 4.

IV. Resulis of Measurements

Figure 5 illustrates portions of tyvpical graphs of
A and 1/x and the repeatability to be expected from
consecutive trials with the same tube. Sinee the
thread volume could not he duplicated exactly in the
second trial, the plots are slightly displaced, but the
ceneral configuration correlates well.

Ciraphical mtegration was carried out in this case
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Froure 8. Typical graphs of 1/n and X used in graphical inlegration for caleulaling flow constonls of capillary tubes.

Twe independent trials of the same tube illustrating degree of repeatahility.

by a weighing method. The plots were prepared on
strips of graph paper approximately 6 ft. long. The
width of the strip depended upon the variations en-
countered in the funection, but was about 6 to 12 in.
After plotting, the paper was cut along the pencil
line and along the limits of integration. Kach piece
of paper was compactly folded and was weighed after
conditiening overnight in the case of the balance, to
achieve humidity equilibrigm. The ratio of the
weight of the lower section of the paper to the com-
bined weight of the two parts was computed. The
combined area ealculated from the dimensions of the
strip was multiplied by the ratio of the weights to
give the ares beneath the curve.

This method of graphical integration is subject to
errors due to nonuniformity of the paper, differences
in the amount of inking of the ruling, and unequal
soiling of the paper surface in handling. In this in-
stance, the area integrated between the curve and
the cdge of the strip of paper was only a small per-

centage of the total area between the curve and the
z-axis, In the integration of the A? curves, the por-
tion evaluated graphically was about 10 percent of
the total area to the z-axis, whereas in the case of the
1/k integrals, it amounted to only about 3 percent.
As g further check, the areas for tube 2 were com-
puted by the trapezoidal rule and by Simpson’s rule,
and the results of both methods of computation
agreed with that obtained by the weighing method
within £0.1 percent.

Values of the flow constant, K, are listed in column
2 of table 1. For comparison, column 3 lists values
of xr*/16 I, using for r the average radius calculated
from the weight of a long mercury thread.

Another method of illustrating the effect of irregu-
larities in the tube is to compare the actual length of
the tube with the length of an equivalent uniform
tube whose radius is the same as that determined by
the long mercury thread. These tube lengths are
presented in columns £ and 5.

TaeLe 1. Resulls of measurements of eight capillary tubes
Maximom | Maximnm
Lot | 4oy | Blde | mibusde | Avesse
Tube number Flow Iu{n:stant, zref16 Le:lgth of | “ube of inside parture | partira from
ube h h from from .
uniform diameter AVETAHS average BYVCTARE
borg 2 diameter | dismeter dismeter
1 2 3 4 & 6 7 3 9
in, in. Pereent Percen Percent
1{trin) 1) oL 3. 3761010 3. 38810 160, 00 160. 66 (. 01450 1.58 0.93 0.47
Tt & 3.320 3. 389 160.00 160, 43 . 01450 1.46 1.11 .43
S 3. 278 3. 282 165. 20 165. 49 01450 .08 1.28 .29
b SRR 2,454 2.961 168. (0 148. 39 01450 113 .48 21
B e 3. 860 3. 658 172. 60 172,60 01506 1.49 110 .38
9 __ 2. 782 5. 793 174.00 174, 50 01523 2. 45 1.08 .4
10__ 3. 546 3.657 174,00 174, 62 01508 1.2t L 08 .38
11.. 3. 609 5. 40 174. 00 17400 01504 1.08 1.66 .35
1 e ve e 3. 751 3.753 172.00 172.08 01514 1.2 1.40 -34

« The values presented in these columns are subject to an uncertainty of approximately 4-0.2 pergent.

904428--~50—-—3
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For any position of the short mercury thread, the
diameter is inversely proportional to the square root
of the thread length.

d A
3—;= ﬁ, (14)

where d; 18 the average diameter of the capillary

tube.

We may compute the lpercentage deviation of the
diameter at any peint from the average diameter
from the equation

— Ao_
D=100 (‘K 1),

D=the percentage departure.
A=the observed thread length.
ho=the average of the ohserved thread lengths,

(15)
in which

Columns 7 and 8 of table 1 list the maximum posi-
tive and negative departures from the average
diameter, and column 9 lists the average departure of
the individual determinations from the average
diameter.

The tubes studied were not all made by the same
manufacturing process. . The starting material in
each cass was tubing having an outside diameter of
approximately 1% in. Tubes 1 to 3 were drawn

over steel mandrels through dies that reduced the
digmeter by about one-gquarter at each step, until the
inside diameter was about (.09 in. Thereafter the
reductions were accomplished without mandrels.
A second set of tubes (not listed in table 1) were
obtained from a manufaciturer who drew the tubes
to the finish diameter over mandrels. It was found
that the rolls used in loosening the tubing from the
mandrels were not perfectly centered and therefore
produced a periodic variation in the diameters, which
rendered the tubes unuseable. The variations
amounted to as much as 5 percent. Attempts
were made to eliminate these differences by succes-
sive drawing through external dies, with alight
diameter reduction. After four stages, the variations
were somewhat reduced, but the periodic character
persisted and the tubes were abandoned. Tubes 8
to 12, with heavier walls, were then supplied by the
same manufacturer. In a lot of six tu%es, only one
was found to have unsatisfactory characteristics.

V. Summary

It has been found practical to apply the method
of Fisher to the determination of flow constants for
metallic capillary tubing and to study the uniformity
of such tubing by X-ray photography of a mercury
thread within the tube. Eight pieces of tubing were
selected from & group of twelve, having a maximum
deviation from the average diameter of 2.5 percent.
Flow constants for thesc cight tubes wers determined.
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Mass Spectra of Some Simple Isotopic Molecules
By Vernon H. Dibeler, Fred L. Mohler, Edmund J. Wells, Jr., and Robert M. Reese

The mass spectra of Hs, Dy, T, HD, and HT have been measured with a Consolidated

mass spectrometer with 50-volts fonizing voltage and with a constant magnetic field. The
following ratios of atom ions to molecule ions were observed: H*/H%=0,0201, D+/Di=
0.0096, T+/Tt==0,0061, H+/HD+=0.0096, D+/HD+=0.0097, H+/HT+=0.0085 and
T+HHT+=0.0088, The ratios for Ty and HT were derived from spectra of two samples
eontaining 91 and 37 atomic percent of T in equilibrium with H, Theoretical values for the
ratios were computed for ionization involving {ransition into the Z, state of the molecule ion.
These values are lower than the cbserved ratios, because transitions to higher repulsive

states contribute to the observed values at 50-volts ionizing voltage.
Mass speetras of CO and CQ; containing about 54 atom percent C® were mcasured

under standard operating conditiona.
C1uEO+=0.0514.
Qu+/Cz0+=0.0564, and CB¥+/CB0L=0.0542,

For CO the ratio C2+/CuE0+=0.0540 and CV+/-
For COQ,, the ratios are C20+H/CR0[=0.0868, CRO+/(B0;=0.0824,

A theory of the isotope effeet in CO involving simplifying assumptions indicates that
the relative probability of producing Ci#+ iz 3.5 percent greater than the probability of pro-
ducing Ci3+, as compared with an observed difference of 5 percent.

1. Isotopic Hydrogen Molecules
1. Introduction

Mass spectrs of H; and D; have been investigated
frequently [1],! and a recent paper by Friedel and

1 Figures in brackels indicate the literature references st the end of this paper.

Sharkey [2} gives the speetrum of HD. 'The present
research was undertaken because of the opportunity
to obtain some very pure HD and a sample of tritium’
of relatively good purity. Hydrogenic spectra are of
interest because it is possible to compute theoreti-
cally fromn the Franck-Condon principle the relative
probabilities of producing atom ions from the differ-
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